
Clean chuck once a week
Shake well before use
Install brush to handle.  See diagram at right.
Use one new brush per cleaning application.  Do not reuse brushes.
Remove bur from chuck
Dip brush into bottle. Removing excess cleaner from the brush
Insert brush into bur end of turbine
Clean gently by rotating and inserting the brush in and out of the turbine.
Repeat process if necessary.
Reseal cap on bottle immediately after use to reduce evaporation.

Replacement brushes are available: StarDental® Part Number 264970.
Kit Reorder Part Number: StarDental® Part Number 263790.
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